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Test

AV = assigned value Dmax = acceptable percent difference
LL = lower limit
UL = upper limit

CRV = certified reference value
RV = reference value
CVE = consensus value from experts

RoM = robust average

Nout = number of results excluded before calculation

SD = standard deviation
CV = coefficient of variation

expanded uncertainty of the assigned value (k = 2)

Ntot = total number of participants
Nsuc = number of successful participants
Srel = success (relative)

tot[%]

CVP = consensus value from all participants

U     =
AV

out
[unit]

Comparability
AV N SU LL UL suc relDAV max Neva

Neva = number of evaluated participants

CVPG = consensus value from participants groups

(476) D Dimers (FEU) [mg/L FEU] 723 654 93%702
  Samples and groups  -

Sample A 665 95%7020,451 0,063 14  723
00,439 0,03 286,8(900) BioMerieux Vidas D-Dimer CVPG 0,439 27% 0,32 0,5580,014 28

Exclusion II
00,482 0,036 3167,6(917) Siemens Innovance D-Dimer CVPG 0,482 27% 0,351 0,613,0050 316
00,671 0,10 815(929) Mitsubishi Pathfast D-Dimer CVPG 0,671 27% 0,489 0,8530,078 8
00,291 0,056 1419(947) Roche Cardiac Reader DD test CVPG 0,291 27% 0,212 0,370,037 14
00,435 0,059 2714(955) Stago Liatest D-Dimer CVPG 0,435 27% 0,317 0,5530,028 27
00,439 0,059 10514(958) Stago Liatest D-Dimer Plus CVPG 0,439 27% 0,32 0,5580,014 105
00,323 0,06 1219(962) Beckman Coulter D-Dimer CVPG 0,323 27% 0,235 0,4110,042 12
00,440 0,045 12110(976) IL HemosIL D-Dimer HS 500 CVPG 0,44 27% 0,321 0,559,0099 121
00,278 0,063 3423(979) Roche Tinaquant 2nd generation CVPG 0,278 27% 0,202 0,3540,027 34

 (calibration: heparin plasma)
00,373 0,072 1419(980) Roche Tinaquant 2nd generation CVPG 0,373 27% 0,272 0,4740,047 14

 (calibration: citrate plasma)
00,388 0,068 2318(988) Diagon Dia-D-Dimer CVPG 0,388 27% 0,283 0,4930,035 23
021Other 0

4x 918, 2x 920, 2x 932, 1x 956, 2x 975, 1x 977, 2x 978, 2x 984, 2x 985, 3x 999
Sample B 680 97%7020,600 0,08 13  723

00,573 0,041 287,2(900) BioMerieux Vidas D-Dimer CVPG 0,573 27% 0,418 0,7280,019 28
Exclusion II

00,641 0,048 3167,5(917) Siemens Innovance D-Dimer CVPG 0,641 27% 0,467 0,815,0066 316
00,833 0,048 85,8(929) Mitsubishi Pathfast D-Dimer CVPG 0,833 27% 0,608 1,060,037 8
00,363 0,051 1414(947) Roche Cardiac Reader DD test CVPG 0,363 27% 0,264 0,4620,033 14
00,608 0,064 2711(955) Stago Liatest D-Dimer CVPG 0,608 27% 0,443 0,7730,030 27
00,599 0,063 10511(958) Stago Liatest D-Dimer Plus CVPG 0,599 27% 0,437 0,7610,015 105
00,410 0,075 1218(962) Beckman Coulter D-Dimer CVPG 0,41 27% 0,299 0,5210,053 12
00,583 0,052 1218,9(976) IL HemosIL D-Dimer HS 500 CVPG 0,583 27% 0,425 0,7410,012 121
00,389 0,073 3419(979) Roche Tinaquant 2nd generation CVPG 0,389 27% 0,283 0,4950,031 34

 (calibration: heparin plasma)
00,452 0,099 1422(980) Roche Tinaquant 2nd generation CVPG 0,452 27% 0,329 0,5750,065 14

 (calibration: citrate plasma)
00,485 0,068 2314(988) Diagon Dia-D-Dimer CVPG 0,485 27% 0,354 0,6160,035 23
021Other 0

4x 918, 2x 920, 2x 932, 1x 956, 2x 975, 1x 977, 2x 978, 2x 984, 2x 985, 3x 999

(477) D Dimers (DDim) [mg/L D Dimer] 81 71 93%76
  Samples and groups  -

Sample A 73 96%760,290 0,15 53   81
00,295 0,065 1022(920) IL HemosIL D-Dimer CVPG 0,295 27% 0,215 0,3750,051 10
00,204 0,023 3911(921) IL HemosIL D-Dimer HS CVPG 0,204 27% 0,148 0,26,0089 39
10,134 0,029 522(926) Medirox D-Dimer CVPG 0,134 27% 0,097 0,1710,029 5
00,507 0,055 1711(986) Radiometer AQT90 FLEX D-Dimer CVPG 0,507 27% 0,37 0,6440,033 17
00,465 0,022 54,6(987) Sysmex LIAS Auto D-Dimer Neo CVPG 0,465 27% 0,339 0,5910,061 5
15Other 0

2x 904, 3x 942
Sample B 73 96%760,362 0,22 60   81

00,356 0,097 1027(920) IL HemosIL D-Dimer CVPG 0,356 27% 0,259 0,4530,075 10
00,245 0,019 397,8(921) IL HemosIL D-Dimer HS CVPG 0,245 27% 0,178 0,312,0075 39
00,159 0,016 59,8(926) Medirox D-Dimer CVPG 0,159 27% 0,116 0,2020,044 5
00,682 0,063 179,3(986) Radiometer AQT90 FLEX D-Dimer CVPG 0,682 27% 0,497 0,8670,038 17
00,623 0,063 510(987) Sysmex LIAS Auto D-Dimer Neo CVPG 0,623 27% 0,454 0,792 0,18 5
05Other 0

2x 904, 3x 942
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