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(870) Sample A - composition
Apatit / Dahllit; Struvite2(3) Stan. chem. m. + polaris. mic. >>> 20 %
Apatit / Dahllit; Struvite; Whewellite1 10 %
Apatit / Dahllit; Struvite7(5) IR spectros. + polaris. mic. >>> 70 %

  Success: 90 %  -  Total per sample: n = 10  -
Total success: 90 %

(871) Sample A - semi-quantity (1st component)
40 %2(3) Stan. chem. m. + polaris. mic. > 20 %
50 %1>>> 10 %
50 %2(5) IR spectros. + polaris. mic. >>> 20 %
60 %3> 30 %
70 %2> 20 %

  Success: 100 %  -  Total per sample: n = 10  -
Total success: 100 %

(872) Sample A - semi-quantity (2nd component)
40 %1(3) Stan. chem. m. + polaris. mic. > 10 %
50 %1>>> 10 %
60 %1> 10 %
30 %2(5) IR spectros. + polaris. mic. > 20 %
40 %3> 30 %
50 %2>>> 20 %

  Success: 100 %  -  Total per sample: n = 10  -
Total success: 100 %

(875) Sample B - composition
Brushite1(3) Stan. chem. m. + polaris. mic. > 10 %
Brushite; Whewellite2>>> 20 %
Brushite; Whewellite7(5) IR spectros. + polaris. mic. >>> 70 %

  Success: 100 %  -  Total per sample: n = 10  -
Total success: 100 %

(876) Sample B - semi-quantity (1st component)
80 %1(3) Stan. chem. m. + polaris. mic. > 11 %
90 %1>>> 11 %
80 %3(5) IR spectros. + polaris. mic. > 33 %
90 %4>>> 44 %

  Success: 100 %  -  Total per sample: n = 9  -
Total success: 100 %

(877) Sample B - semi-quantity (2nd component)
10 %1(0) Not specified >>> 11 %
10 %1(3) Stan. chem. m. + polaris. mic. >>> 11 %
20 %1> 11 %
10 %3(5) IR spectros. + polaris. mic. >>> 33 %
20 %3> 33 %

  Success: 100 %  -  Total per sample: n = 9  -
Total success: 100 %

(880) Sample C - composition
Uricite; Whewellite; Weddellite1(3) Stan. chem. m. + polaris. mic. 10 %
Uricite; Whewellite; Brushite1>>> 10 %
Uric acid dihydrate; Brushite1 10 %
Uricite; Whewellite1(5) IR spectros. + polaris. mic. 10 %
Uricite; Whewellite; Brushite6>>> 60 %

  Success: 70 %  -  Total per sample: n = 10  -
Total success: 70 %

(881) Sample C - semi-quantity (1st component)
70 %1(0) Not specified > 10 %
60 %1(3) Stan. chem. m. + polaris. mic. >>> 10 %
90 %1 10 %
60 %4(5) IR spectros. + polaris. mic. >>> 40 %
70 %2> 20 %
80 %1> 10 %

  Success: 90 %  -  Total per sample: n = 10  -
Total success: 90 %

(882) Sample C - semi-quantity (2nd component)
20 %1(0) Not specified >>> 11 %
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20 %2(3) Stan. chem. m. + polaris. mic. >>> 22 %
20 %6(5) IR spectros. + polaris. mic. >>> 67 %

  Success: 100 %  -  Total per sample: n = 9  -
Total success: 100 %

(883) Sample C - semi-quantity (3rd component)
10 %2(0) Not specified > 25 %
20 %1>>> 13 %
10 %1(3) Stan. chem. m. + polaris. mic. > 13 %
20 %4(5) IR spectros. + polaris. mic. >>> 50 %

  Success: 100 %  -  Total per sample: n = 8  -
Total success: 100 %

Printed: 13.12.2019st_kl End of report

Page: 2


