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(261) Glucose
Negative, normal, <= 2,8 mmol/L1A (1) Visual 0,33 %
11,1 - 28 mmol/L2>>> 0,66 %
> 28 mmol/L30>>> 9,8 %
Negative, normal, <= 2,8 mmol/L3(2) Reflectance (reader) 0,98 %
2,81 - 11 mmol/L11> 3,6 %
11,1 - 28 mmol/L132>>> 43 %
> 28 mmol/L126>>> 41 %

  Success: 99 %  -  Total per sample: n = 305  -
Negative, normal, <= 2,8 mmol/L32B (1) Visual >>> 10 %
> 28 mmol/L1 0,33 %
Negative, normal, <= 2,8 mmol/L268(2) Reflectance (reader) >>> 88 %
2,81 - 11 mmol/L1 0,33 %
11,1 - 28 mmol/L1 0,33 %
> 28 mmol/L2 0,66 %

  Success: 98 %  -  Total per sample: n = 305  -
Total success: 98 %

(263) Ketone bodies
Negative, <= 0,5 mmol/L1A (1) Visual 0,33 %
1+, 2+14> 4,6 %
3+, 4+18>>> 5,9 %
Negative, <= 0,5 mmol/L4(2) Reflectance (reader) 1,3 %
1+, 2+100> 33 %
3+, 4+169>>> 55 %

  Success: 98 %  -  Total per sample: n = 306  -
Negative, <= 0,5 mmol/L32B (1) Visual >>> 10 %
1+, 2+1 0,33 %
Negative, <= 0,5 mmol/L269(2) Reflectance (reader) >>> 88 %
1+, 2+3 0,98 %
3+, 4+1 0,33 %

  Success: 98 %  -  Total per sample: n = 306  -
Total success: 98 %

(264) Total protein
Negative, < 0,3 g/L1A (1) Visual 0,33 %
0,51 - 2,5 g/L9> 3,0 %
> 2,5 g/L24>>> 7,9 %
Negative, < 0,3 g/L5(2) Reflectance (reader) 1,6 %
0,3 - 0,5 g/L8 2,6 %
0,51 - 2,5 g/L54> 18 %
> 2,5 g/L204>>> 67 %

  Success: 95 %  -  Total per sample: n = 305  -
Negative, < 0,3 g/L33B (1) Visual >>> 11 %
> 2,5 g/L1 0,33 %
Negative, < 0,3 g/L266(2) Reflectance (reader) >>> 87 %
> 2,5 g/L5 1,6 %

  Success: 98 %  -  Total per sample: n = 305  -
Total success: 95 %

(266) Urobilinogen
Negative, < 17 µmol/L1A (1) Visual 0,33 %
1+, 2+4> 1,3 %
3+, 4+27>>> 8,9 %
Negative, < 17 µmol/L5(2) Reflectance (reader) 1,6 %
1+, 2+70> 23 %
3+, 4+198>>> 65 %

  Success: 98 %  -  Total per sample: n = 305  -
Negative, < 17 µmol/L31B (1) Visual >>> 10 %
1+, 2+1 0,33 %
Negative, < 17 µmol/L270(2) Reflectance (reader) >>> 89 %
1+, 2+2 0,66 %
3+, 4+1 0,33 %

  Success: 99 %  -  Total per sample: n = 305  -
Total success: 98 %

(268) Bilirubin
Negative1A (1) Visual 0,33 %
3+, 4+28>>> 9,3 %
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Negative7A (2) Reflectance (reader) 2,3 %
1+, 2+21> 7,0 %
3+, 4+244>>> 81 %

  Success: 97 %  -  Total per sample: n = 301  -
Negative28B (1) Visual >>> 9,3 %
3+, 4+1 0,33 %
Negative269(2) Reflectance (reader) >>> 89 %
3+, 4+3 1,0 %

  Success: 99 %  -  Total per sample: n = 301  -
Total success: 97 %

(270) WBC
51 - 250 leu/µL3A (1) Visual >>> 1,1 %
> 250 leu/µL3>>> 1,1 %
Negative6(2) Reflectance (reader) 2,2 %
10 - 50 leu/µL23> 8,6 %
51 - 250 leu/µL106>>> 40 %
> 250 leu/µL126>>> 47 %

  Success: 98 %  -  Total per sample: n = 267  -
Negative6B (1) Visual >>> 2,2 %
Negative258(2) Reflectance (reader) >>> 97 %
> 250 leu/µL3 1,1 %

  Success: 99 %  -  Total per sample: n = 267  -
Total success: 98 %

(272) Blood
Negative1A (1) Visual 0,33 %
13 - 50 ery/µL3> 0,98 %
> 50 ery/µL29>>> 9,5 %
Negative4(2) Reflectance (reader) 1,3 %
13 - 50 ery/µL22> 7,2 %
> 50 ery/µL247>>> 81 %

  Success: 98 %  -  Total per sample: n = 306  -
Negative32B (1) Visual >>> 10 %
> 50 ery/µL1 0,33 %
Negative268(2) Reflectance (reader) >>> 88 %
5 - 12 ery/µL2 0,65 %
> 50 ery/µL3 0,98 %

  Success: 98 %  -  Total per sample: n = 306  -
Total success: 98 %

(273) pH
5,01A (1) Visual 0,33 %
6,01> 0,33 %
6,53> 0,98 %
7,024>>> 7,9 %
7,54> 1,3 %
5,02(2) Reflectance (reader) 0,66 %
6,011> 3,6 %
6,545> 15 %
7,0139>>> 46 %
7,571> 23 %
8,03> 0,98 %
9,01 0,33 %

  Success: 99 %  -  Total per sample: n = 305  -
5,032B (1) Visual >>> 10 %
7,01 0,33 %
5,0234(2) Reflectance (reader) >>> 77 %
5,527> 8,9 %
6,08> 2,6 %
7,03 0,98 %

  Success: 99 %  -  Total per sample: n = 305  -
Total success: 98 %

(274) Nitrite
Positive7A (1) Visual >>> 2,6 %
Negative3(2) Reflectance (reader) 1,1 %
Positive260>>> 96 %

  Success: 99 %  -  Total per sample: n = 270  -
Negative7B (1) Visual >>> 2,6 %
Negative258(2) Reflectance (reader) >>> 96 %
Positive5 1,9 %
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  Success: 98 %  -  Total per sample: n = 270  -

Total success: 98 %

(275) hCG
Positive13A (1) Visual >>> 93 %
Positive1(2) Reflectance (reader) >>> 7,1 %

  Success: 100 %  -  Total per sample: n = 14  -
Negative13B (1) Visual >>> 93 %
Negative1(2) Reflectance (reader) >>> 7,1 %

  Success: 100 %  -  Total per sample: n = 14  -
Total success: 100 %

Printed: 27.02.2021st_kl End of report
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