
SEKK Summary statistics - quantitative results
EQA round: DD4/25 - D Dimers Deadline: 14.11.2025
Setup: groups - R (manufacturer of kit); minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(476) D Dimers (FEU) [mg/L FEU] 884 860 809 94
Sample A 25.39 1,61 0,48 30 884 860 853 99
(900) BioMerieux Vidas D-Dimer Exclusion II 1,13 0,073 6,5 19 0 CVPG 1,13 0,041 27% 0,824 1,44 19
(917) Siemens Innovance D-Dimer 1,86 0,12 6,5 379 0 CVPG 1,86 0,015 27% 1,35 2,37 379
(929) Mitsubishi Pathfast D-Dimer 5 0 0 8 0 CVPG 5 27% 3,65 6,35 8
(935) Mindray D-Dimer 1,45 0,14 9,6 29 0 CVPG 1,45 0,063 27% 1,05 1,85 29
(947) Roche Cardiac D-Dimer 0,857 0,085 9,9 18 0 CVPG 0,857 0,049 27% 0,625 1,09 18
(955) Stago Liatest D-Dimer 0,928 0,048 5,2 10 0 CVPG 0,928 0,037 27% 0,677 1,18 10
(958) Stago Liatest D-Dimer Plus 0,903 0,075 8,3 122 0 CVPG 0,903 0,017 27% 0,659 1,15 122
(976) IL HemosIL D-Dimer HS 500 1,84 0,11 5,9 232 0 CVPG 1,84 0,017 27% 1,34 2,34 232
(979) Roche Tinaquant 2nd generation (calibration:
heparin plasma)

0,5 0,095 19 27 0 CVPG 0,5 0,045 ±0,189 0,311 0,689 27

(980) Roche Tinaquant 2nd generation (calibration:
citrate plasma)

0,502 0,047 9,3 16 0 CVPG 0,502 0,029 ±0,189 0,313 0,691 16

Other 24 1 0
3x 901, 1x 902, 1x 904, 1x 918, 4x 928, 4x 962, 1x 977, 2x 978, 2x 984,
3x 985, 1x 988, 1x 999

Sample B 25.40 0,505 0,27 54 884 860 813 95
(900) BioMerieux Vidas D-Dimer Exclusion II 0,197 0,025 13 19 0 CVPG 0,197 0,014 ±0,189 0,008 0,386 19
(917) Siemens Innovance D-Dimer 0,728 0,097 13 379 0 CVPG 0,728 0,012 27% 0,531 0,925 379
(929) Mitsubishi Pathfast D-Dimer 0,275 0,044 16 8 0 CVPG 0,275 0,033 ±0,189 0,086 0,464 8
(935) Mindray D-Dimer 0,278 0,064 23 29 0 CVPG 0,278 0,029 ±0,189 0,089 0,467 29
(947) Roche Cardiac D-Dimer 0,1 0 0 18 0 CVPG 0,1 0 ±0,189 0 0,289 18
(955) Stago Liatest D-Dimer 0,215 0,073 34 10 0 CVPG 0,215 0,056 ±0,189 0,026 0,404 10
(958) Stago Liatest D-Dimer Plus 0,205 0,065 32 122 0 CVPG 0,205 0,014 ±0,189 0,016 0,394 122
(976) IL HemosIL D-Dimer HS 500 0,492 0,08 16 232 0 CVPG 0,492 0,013 ±0,189 0,303 0,681 232
(979) Roche Tinaquant 2nd generation (calibration:
heparin plasma)

0,16 0,051 32 27 0 CVPG 0,16 0,024 ±0,189 0 0,349 27

(980) Roche Tinaquant 2nd generation (calibration:
citrate plasma)

0,164 0,055 34 16 0 CVPG 0,164 0,034 ±0,189 0 0,353 16

Other 24 0 0
3x 901, 1x 902, 1x 904, 1x 918, 4x 928, 4x 962, 1x 977, 2x 978, 2x 984,
3x 985, 1x 988, 1x 999

(477) D Dimers (DDim) [mg/L D Dimer] 65 53 52 98
Sample A 25.39 0,752 0,17 23 65 53 52 98
(921) IL HemosIL D-Dimer HS 0,649 0,04 6,2 29 0 CVPG 0,649 0,018 27% 0,473 0,825 29
(986) Radiometer AQT90 FLEX D-Dimer 0,781 0,047 6,1 14 0 CVPG 0,781 0,031 27% 0,57 0,992 14
(987) Sysmex LIAS Auto D-Dimer Neo 1,82 0,14 7,7 10 0 CVPG 1,82 0,11 27% 1,32 2,32 10
Other 12 1 0

1x 905, 2x 920, 1x 942, 4x 947, 2x 985, 2x 999
Sample B 25.40 0,225 0,15 66 65 53 52 98
(921) IL HemosIL D-Dimer HS 0,124 0,025 20 29 0 CVPG 0,124 0,011 ±0,081 0,043 0,205 29
(986) Radiometer AQT90 FLEX D-Dimer 0,269 0,019 7,2 14 0 CVPG 0,269 0,013 ±0,081 0,188 0,35 14
(987) Sysmex LIAS Auto D-Dimer Neo 0,729 0,1 14 10 0 CVPG 0,729 0,08 27% 0,532 0,926 10
Other 12 2 0

1x 905, 2x 920, 1x 942, 4x 947, 2x 985, 2x 999
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