
SEKK Summary statistics - quantitative results
EQA round: DD4/25 - D Dimers Deadline: 14.11.2025
Setup: groups - R (manufacturer of kit); Slovakia; minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(476) D Dimers (FEU) [mg/L FEU] 64 62 56 90
Sample A 25.39 1,68 0,34 20 64 62 60 97
(917) Siemens Innovance D-Dimer 1,95 0,16 8,1 22 0 CVPG 1,86 0,015 27% 1,35 2,37 22
(935) Mindray D-Dimer 1,45 0,14 9,6 29 0 CVPG 1,45 0,063 27% 1,05 1,85 29
(976) IL HemosIL D-Dimer HS 500 1,84 0,05 2,7 9 0 CVPG 1,84 0,017 27% 1,34 2,34 9
Other 4 0 2

1x 929, 1x 958, 2x 962
Sample B 25.40 0,491 0,29 59 64 62 58 94
(917) Siemens Innovance D-Dimer 0,8 0,11 14 22 0 CVPG 0,728 0,012 27% 0,531 0,925 22
(935) Mindray D-Dimer 0,278 0,064 23 29 0 CVPG 0,278 0,029 ±0,189 0,089 0,467 29
(976) IL HemosIL D-Dimer HS 500 0,548 0,065 12 9 0 CVPG 0,492 0,013 ±0,189 0,303 0,681 9
Other 4 0 2

1x 929, 1x 958, 2x 962
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