
SEKK Summary statistics - quantitative results
EQA round: HIL2/25 - Serum Indices Deadline: 31.10.2025
Setup: groups - P (manufacturer of instrument); minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVP = consensus of all participants

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

(507) Bilirubin total [µmol/L] 170 170 159 94
Sample A 245 20 8,1 170 CVP 245 3,7 20% 196 294 170 167 98
(1) Abbott 261 7,7 3 57 0 57
(58) Beckman Coulter (AU) 245 12 4,8 15 0 15
(60) Roche 227 6,5 2,9 71 0 71
(162) Siemens (Atellica) 258 6,9 2,7 23 0 23
Other 4 0 4

1x 12, 1x 149, 1x 177, 1x 179
Sample B 423 38 9 170 CVP 423 7,2 20% 338 508 170 160 94
(1) Abbott 440 32 7,2 57 0 57
(58) Beckman Coulter (AU) 364 18 4,9 15 0 15
(60) Roche 439 12 2,7 71 0 71
(162) Siemens (Atellica) 382 7,7 2 23 0 23
Other 4 0 4

1x 12, 1x 149, 1x 177, 1x 179
(501) Hemolytic index (quantitative) [µmol/L] 127 127 114 90
Sample A 77,4 5,2 6,7 127 CVP 77,4 1,1 20% 61,9 92,9 127 122 96
(1) Abbott 76 2,4 3,2 43 1 43
(60) Roche 77,3 6,5 8,5 72 0 72
(162) Siemens (Atellica) 82,3 4,2 5,1 12 0 12

Sample B 25,6 4,9 19 127 CVP 25,6 1,1 38% 15,8 35,4 127 114 90
(1) Abbott 22,6 1,7 7,7 43 1 43
(60) Roche 26,4 4,8 18 72 2 72
(162) Siemens (Atellica) 35,9 6,2 17 12 0 12

(502) Icteric index (quantitative) [µmol/L] 127 127 125 98
Sample A 266 23 8,8 127 CVP 266 5,1 20% 212 320 127 126 99
(1) Abbott 248 16 6,5 43 0 43
(60) Roche 280 13 4,5 72 0 72
(162) Siemens (Atellica) 242 8,4 3,5 12 0 12

Sample B 411 49 12 127 CVP 411 11 24% 312 510 127 125 98
(1) Abbott 466 18 3,8 43 0 43
(60) Roche 389 14 3,7 72 0 72
(162) Siemens (Atellica) 348 13 3,8 12 0 12

(503) Lipemic index (quantitative) [g/L] 127 127 123 97
Sample A 3,79 0,33 8,7 127 CVP 3,79 0,072 20% 3,03 4,55 127 124 98
(1) Abbott 3,43 0,25 7,1 43 0 43
(60) Roche 3,95 0,2 5 72 1 72
(162) Siemens (Atellica) 4,01 0,24 5,9 12 0 12

Sample B 4,79 0,37 7,8 127 CVP 4,79 0,081 20% 3,83 5,75 127 125 98
(1) Abbott 4,45 0,24 5,4 43 0 43
(60) Roche 5 0,26 5,1 72 1 72
(162) Siemens (Atellica) 4,73 0,3 6,3 12 0 12
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