
SEKK AKS1/26: Basic Clinical Chemistry - Serum
% α-amylase

Number of the results: 67, of which outside the chart: 2
Sample A

69,8

84,9

100

115

130

% α-amylase
Number of the results: 67, of which outside the chart: 0

Sample B

69,9

85

100

115

130

% α-amylase pancreatic
Number of the results: 20, of which outside the chart: 0

Sample A

63,6

81,8

100

118

136

% α-amylase pancreatic
Number of the results: 20, of which outside the chart: 0

Sample B

63,8

81,9

100

118

136

% γ-globulin (elfo)
Number of the results: 13, of which outside the chart: 0

Sample A

39,7

69,8

100

130

160

% γ-globulin (elfo)
Number of the results: 13, of which outside the chart: 0

Sample B

38,7

69,4

100

131

161

% Albumin
Number of the results: 63, of which outside the chart: 0

Sample A

79,7

89,8

100

110

120

% Albumin
Number of the results: 63, of which outside the chart: 0

Sample B

79,6

89,8

100

110

120
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SEKK AKS1/26: Basic Clinical Chemistry - Serum
% Albumin (elpho)

Number of the results: 13, of which outside the chart: 0
Sample A

70

85

100

115

130

% Albumin (elpho)
Number of the results: 13, of which outside the chart: 0

Sample B

69,8

84,9

100

115

130

% ALP
Number of the results: 65, of which outside the chart: 0

Sample A

71,9

86

100

114

128

% ALP
Number of the results: 65, of which outside the chart: 0

Sample B

71,9

86

100

114

128

% ALT
Number of the results: 77, of which outside the chart: 0

Sample A

69,6

84,8

100

115

130

% ALT
Number of the results: 77, of which outside the chart: 0

Sample B

69,9

85

100

115

130

% AST
Number of the results: 76, of which outside the chart: 0

Sample A

69,1

84,6

100

115

131

% AST
Number of the results: 76, of which outside the chart: 0

Sample B

69,6

84,8

100

115

130

Created: 30.1.2026 08:06, Ing. Marek Budina, budina@sekk.cz Results with uncertainties, page 2 of 9



SEKK AKS1/26: Basic Clinical Chemistry - Serum
% Bilirubin total

Number of the results: 72, of which outside the chart: 0
Sample A

48

74

100

126

152

% Bilirubin total
Number of the results: 72, of which outside the chart: 0

Sample B

47,8

73,9

100

126

152

% Bilirubin direct
Number of the results: 49, of which outside the chart: 0

Sample A

59,8

79,9

100

120

140

% Bilirubin direct
Number of the results: 49, of which outside the chart: 0

Sample B

59,5

79,7

100

120

141

% Total protein
Number of the results: 70, of which outside the chart: 0

Sample A

81,8

90,9

100

109

118

% Total protein
Number of the results: 70, of which outside the chart: 0

Sample B

82

91

100

109

118

% CK
Number of the results: 61, of which outside the chart: 0

Sample A

59,6

79,8

100

120

140

% CK
Number of the results: 61, of which outside the chart: 0

Sample B

59,6

79,8

100

120

140
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SEKK AKS1/26: Basic Clinical Chemistry - Serum
% Potassium

Number of the results: 79, of which outside the chart: 0
Sample A

85,7

92,9

100

107

114

% Potassium
Number of the results: 79, of which outside the chart: 0

Sample B

85,6

92,8

100

107

% Inorganic phosphate
Number of the results: 62, of which outside the chart: 0

Sample A

79,8

89,9

100

110

120

% Inorganic phosphate
Number of the results: 62, of which outside the chart: 0

Sample B

79,9

89,9

100

110

120

% gamma-GT
Number of the results: 73, of which outside the chart: 0

Sample A

57,7

78,8

100

121

142

% gamma-GT
Number of the results: 73, of which outside the chart: 0

Sample B

57,9

79

100

121

142

% Glucose
Number of the results: 80, of which outside the chart: 0

Sample A

83,7

91,9

100

108

116

% Glucose
Number of the results: 80, of which outside the chart: 0

Sample B

83,9

91,9

100

108

116
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SEKK AKS1/26: Basic Clinical Chemistry - Serum
% Magnesium

Number of the results: 59, of which outside the chart: 1
Sample A

77,8

88,9

100

111

122

% Magnesium
Number of the results: 59, of which outside the chart: 0

Sample B

77,8

88,9

100

111

122

% Chloride
Number of the results: 76, of which outside the chart: 0

Sample A

85

92,5

100

108

115

% Chloride
Number of the results: 76, of which outside the chart: 0

Sample B

85,8

92,9

100

107

114

% Cholesterol
Number of the results: 71, of which outside the chart: 0

Sample A

81,8

90,9

100

109

118

% Cholesterol
Number of the results: 71, of which outside the chart: 0

Sample B

81,9

91

100

109

118

% Cholinesterase
Number of the results: 23, of which outside the chart: 0

Sample A

76,1

88,1

100

112

124

% Cholinesterase
Number of the results: 23, of which outside the chart: 0

Sample B

76,7

88,4

100

112

123
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SEKK AKS1/26: Basic Clinical Chemistry - Serum
% Creatinine

Number of the results: 74, of which outside the chart: 0
Sample A

73

86,5

100

114

127

% Creatinine
Number of the results: 74, of which outside the chart: 0

Sample B

73,4

86,7

100

113

127

% Uric acid
Number of the results: 73, of which outside the chart: 0

Sample A

75,7

87,8

100

112

124

% Uric acid
Number of the results: 73, of which outside the chart: 0

Sample B

75,4

87,7

100

112

125

% Lactate
Number of the results: 36, of which outside the chart: 0

Sample A

69,8

84,9

100

115

130

% Lactate
Number of the results: 36, of which outside the chart: 0

Sample B

69,9

84,9

100

115

130

% LD
Number of the results: 57, of which outside the chart: 0

Sample A

63,8

81,9

100

118

136

% LD
Number of the results: 57, of which outside the chart: 0

Sample B

64

82

100

118

136
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SEKK AKS1/26: Basic Clinical Chemistry - Serum
% Lipase

Number of the results: 41, of which outside the chart: 0
Sample A

63,7

81,8

100

118

136

% Lipase
Number of the results: 41, of which outside the chart: 0

Sample B

63,7

81,9

100

118

136

% Lithium
Number of the results: 7, of which outside the chart: 0

Sample A

75,8

87,9

100

112

124

% Lithium
Number of the results: 7, of which outside the chart: 0

Sample B

76

88

100

112

124

% Urea
Number of the results: 75, of which outside the chart: 0

Sample A

69,8

84,9

100

115

130

% Urea
Number of the results: 75, of which outside the chart: 0

Sample B

69,6

84,8

100

115

130

% Osmolality
Number of the results: 25, of which outside the chart: 0

Sample A

89,6

94,8

100

105

110

% Osmolality
Number of the results: 25, of which outside the chart: 0

Sample B

90

95

100

105

110
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SEKK AKS1/26: Basic Clinical Chemistry - Serum
% Sodium

Number of the results: 78, of which outside the chart: 0
Sample A

89,2

94,6

100

105

% Sodium
Number of the results: 78, of which outside the chart: 0

Sample B

88,9

94,5

100

106

% Triacylglycerols
Number of the results: 72, of which outside the chart: 0

Sample A

62,9

81,4

100

119

137

% Triacylglycerols
Number of the results: 72, of which outside the chart: 0

Sample B

63,8

81,9

100

118

136

% Calcium
Number of the results: 65, of which outside the chart: 0

Sample A

83,3

91,6

100

108

117

% Calcium
Number of the results: 65, of which outside the chart: 0

Sample B

83,5

91,8

100

108

116

% Calcium ionised
Number of the results: 11, of which outside the chart: 0

Sample A

79,6

89,8

100

110

120

% Calcium ionised
Number of the results: 11, of which outside the chart: 0

Sample B

79,9

89,9

100

110

120
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SEKK AKS1/26: Basic Clinical Chemistry - Serum
% Iron

Number of the results: 54, of which outside the chart: 0
Sample A

69,9

85

100

115

130

% Iron
Number of the results: 54, of which outside the chart: 0

Sample B

69,3

84,7

100

115

131
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