
SEKK Summary statistics - quantitative results
EQA round: GP1/26 - Detection of Monoclonal Components Deadline: 27.2.2026
Setup: minimal size of the groups n = 5

RoM = robust average
SD = standard deviation
CV = coefficient of variation
Ntot = total number of the results
Nout = number of the results removed before calculation

AV = assigned value
CVP = consensus of all participants
CVPG = consensus of the participants' groups

UAV = expanded uncertainty of the assigned value (k = 2)

Dmax = acceptable difference
LL = lower limit
UL = upper limit
Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Comparability
[unit]

RoM SD CV
[%]

Ntot Nout AV UAV Dmax LL UL Neva Nsuc Srel
[%]

AV UAV Dmax LL UL Neva Nsuc Srel
[%]

Set 1 (plasma)
(247) Gammopathies (quantity 1)
(plasma)

[g/L] 92 0

Sample A1 0
All results 0 0 92 67 CVP 0 33% 0 0 0

Sample B1 92 90 98
All results 25,6 2,4 9,5 92 0 CVP 25,6 0,62 33% 17,1 34,1 92

(279) Total protein (plasma) [g/L] 94 94 94 100
Sample A1 94 94 100
All results 66,6 1,9 2,8 94 0 CVP 66,6 0,47 8% 61,2 72 94

Sample B1 94 94 100
All results 68,3 1,8 2,6 94 0 CVP 68,3 0,44 8% 62,8 73,8 94

(314) FLC kappa (plasma) [mg/L] 62 62 58 94
Sample A1 62 60 97
All results 12 1,3 10 62 0 CVP 12 0,39 50% 6 18 62

Sample B1 62 60 97
All results 215 20 9,2 62 0 CVP 215 6,2 50% 107 323 62

(315) FLC lambda (plasma) [mg/L] 62 62 56 90
Sample A1 62 59 95
All results 11,1 1,3 11 62 0 CVP 11,1 0,39 50% 5,55 16,7 62

Sample B1 62 59 95
All results 7,88 1,2 15 62 0 CVP 7,88 0,36 50% 3,94 11,9 62

(318) Index kappa/lambda [-] 62 62 50 81
Sample A1 62 54 87
All results 1,1 0,14 13 62 0 CVP 1,1 0,045 28% 0,792 1,41 62

Sample B1 62 56 90
All results 27,6 4,2 15 62 0 CVP 27,6 1,3 28% 19,8 35,4 62
Set 2 (urine)
(545) Gammopathies (quantity 1)
(urine)

[g/L] 26 0

Sample A2 0
All results 0,052 0,036 70 26 2 CVP 0,052 0,018 33% 0,034 0,07 0

Sample B2 0
All results 0,094 0,079 84 26 5 CVP 0,094 0,042 33% 0,062 0,126 0

(546) Gammopathies (quantity 2)
(urine)

[g/L] 3 0

Sample A2 0,039 0,008 21 3 0
Other 3 0 0

3x 
Sample B2 0,051 0,035 69 3 0
Other 3 0 0

3x 
(547) Gammopathies (quantity 3)
(urine)

[g/L] 9 0

Sample A2 0
All results 0 0 9 9 CVP 0 33% 0 0 0

Sample B2 0
All results 0,037 0,03 80 9 0 CVP 0,037 0,037 33% 0,024 0,05 0

(550) Total protein (urine) [g/L] 58 55 51 93
Sample A2 0,234 0,11 48 58 55 51 93
(1) Abbott 0,155 0,018 12 10 0 CVPG 0,155 0,014 30% 0,108 0,202 10
(58) Beckman Coulter (AU) 0,295 0,008 2,8 8 0 CVPG 0,295 0,006 30% 0,206 0,384 8
(60) Roche 0,152 0,016 11 22 0 CVPG 0,152 0,008 30% 0,106 0,198 22
(162) Siemens (Atellica) 0,367 0,025 6,8 15 0 CVPG 0,367 0,016 30% 0,256 0,478 15
Other 3 0 0

1x 0, 1x 158, 1x 178
Sample B2 0,313 0,11 35 58 55 53 96
(1) Abbott 0,26 0,038 15 10 0 CVPG 0,26 0,03 30% 0,182 0,338 10
(58) Beckman Coulter (AU) 0,35 0,03 8,5 8 0 CVPG 0,35 0,023 30% 0,245 0,455 8
(60) Roche 0,232 0,031 13 22 0 CVPG 0,232 0,016 30% 0,162 0,302 22
(162) Siemens (Atellica) 0,449 0,025 5,7 15 0 CVPG 0,449 0,016 30% 0,314 0,584 15
Other 3 0 0

1x 0, 1x 158, 1x 178
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