
SEKK HKG2/26: Haemocoagulation Tests
% Antithrombin

Number of the results: 41, of which outside the chart: 0
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% APTT - ratio
Number of the results: 63, of which outside the chart: 0
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Number of the results: 63, of which outside the chart: 0
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% Fibrinogen
Number of the results: 54, of which outside the chart: 0
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% Fibrinogen
Number of the results: 54, of which outside the chart: 0
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% Prothrombin test (INR)
Number of the results: 62, of which outside the chart: 0
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% Prothrombin test (INR)
Number of the results: 62, of which outside the chart: 0
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SEKK HKG2/26: Haemocoagulation Tests
% Prothrombin test (ratio)

Number of the results: 57, of which outside the chart: 0
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% Prothrombin test (ratio)
Number of the results: 57, of which outside the chart: 0
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% Thrombin time (time)
Number of the results: 37, of which outside the chart: 0
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% Thrombin time (time)
Number of the results: 37, of which outside the chart: 0
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% Thrombin time (ratio)
Number of the results: 31, of which outside the chart: 0
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% Thrombin time (ratio)
Number of the results: 31, of which outside the chart: 0
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