
SEKK Summary statistics - qualitative results
EQA round: IDDM1/26 - Type 1 Autoimmune Diabetes Deadline: 6.3.2026
Setup: groups - R (manufacturer of kit)

AV = assigned value
CVP = consensus of all participants
>>> ... expected result

> ... acceptable result
± ... result not assessed

Ntot = total number of the results
Nrel = relative number of the results

Neva = number of the results assessed
Nsuc = number of successful results
Srel = relative success

Test
Sample
Group

Frequency of the results Success
AV Ntot Nrel

[%]
Result Neva Nsuc Srel

[%]
(472) anti-GAD 37 37 37 100
Sample A 37 37 37 100
(36) Immunotech CVP >>> 1 2,7 Positive
(49) BioVendor CVP >>> 2 5,4 Positive
(66) DRG CVP >>> 3 8,1 Positive
(73) Snibe CVP >>> 9 24 Positive
(87) Euroimmun CVP >>> 15 41 Positive
(146) MEDIPAN Diagnostica CVP >>> 5 14 Positive
(148) Aesku.lab Diagnostika CVP >>> 1 2,7 Positive
(999) another manufacturer CVP >>> 1 2,7 Positive

Sample B 37 37 37 100
(36) Immunotech CVP >>> 1 2,7 Negative
(49) BioVendor CVP >>> 2 5,4 Negative
(66) DRG CVP >>> 3 8,1 Negative
(73) Snibe CVP >>> 9 24 Negative
(87) Euroimmun CVP >>> 15 41 Negative
(146) MEDIPAN Diagnostica CVP >>> 5 14 Negative
(148) Aesku.lab Diagnostika CVP >>> 1 2,7 Negative
(999) another manufacturer CVP >>> 1 2,7 Negative

(474) anti-IA-2 34 34 31 91
Sample A 34 34 33 97
(36) Immunotech CVP >>> 1 2,9 Positive
(49) BioVendor CVP >>> 2 5,9 Positive
(66) DRG CVP >>> 2 5,9 Positive
(73) Snibe 1 2,9 Inconclusive result (borderline)

CVP >>> 8 24 Positive
(87) Euroimmun CVP >>> 12 35 Positive
(146) MEDIPAN Diagnostica CVP >>> 4 12 Positive
(148) Aesku.lab Diagnostika CVP >>> 1 2,9 Positive
(999) another manufacturer CVP >>> 3 8,8 Positive

Sample B 34 34 31 91
(36) Immunotech CVP >>> 1 2,9 Negative
(49) BioVendor CVP >>> 2 5,9 Negative
(66) DRG 1 2,9 Not specified

CVP >>> 1 2,9 Negative
(73) Snibe CVP >>> 8 24 Negative

1 2,9 Inconclusive result (borderline)
(87) Euroimmun CVP >>> 12 35 Negative
(146) MEDIPAN Diagnostica CVP >>> 3 8,8 Negative

1 2,9 Positive
(148) Aesku.lab Diagnostika CVP >>> 1 2,9 Negative
(999) another manufacturer CVP >>> 3 8,8 Negative
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